3658 [12'-0"]

T o el ]
M307O 51(5{%0 § e ,Mb
s:_m:_ E0912 1 5 S ]
&é L)
A11321M3072
;- M41001 e
cott (=]
& “M4200 ~l
0w ---1 ---------------- ‘-lr: 9
S| i M0765 i ~
Of iimoss MBS o =TS
e B H-gll 13
M7710 g
""" Féé()bd AS106 o
@’FBZOO% &

M16203 @ N

KEY NOTES

1.

Al

P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200
PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION.

INCREASE THIS DIMENSION AS NEEDED TO COMPLY WITH ADA IF THE DOOR HAS A CLOSER

OR IF 610 [2'-0"] CLEARANCE IS NOT AVAILABLE AT THE STRIKE SIDE OF THE DOOR.
COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM SIGNAGE.

MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF.

MOUNT A5145, HOOK, AT 1219 [4'-0"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1219 [4'-0"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER/INSTALLER.

OUTPATIENT EKG TESTING (OPEC1) 3.16.01

CARDIOLOGY/PULMONARY SERVICES 0 1000 2000

FLOOR /EQUIPMENT PLAN 11.15 NSM (120 NSF) m

DATE:

01/28,/2002 1:50 SCALE (MILLIMETERS)
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OUTPATIENT EKG TESTING (OPEC1) 3.16.01

CARDIOLOGY/PULMONARY SERVICES
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NOTES

1. SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.

EY NOTES

K
1. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF.
2

. MOUNT A5145, HOOK, AT 1219 [4'-0"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1219 [4'-0"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

3. P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200

PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION.
4. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER /INSTALLER.

5. VACUUM SLIDE.

OUTPATIENT EKG TESTING (OPEC1)

CARDIOLOGY /PULMONARY SERVICES

0 1000

ELEVATIONS

o —

DATE: 01/28,/2002

1:50 SCALE (MILLIMETERS)
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Medical Equipment Room Guide Plates

3.16 Cardiology/Pulmonary Services

Plate Number 3.16.01
Room Name QUTPATIENT EKG TESTING
SEPS # OPECH1

Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6
A1066 Mirror, Float Glass, With SS Frame, 36X18 1 A A A J
A1132 Rail, Accessory Mounting, Length As Required 1 C C C
AB075 Dispenser, Soap, Disposable 1 C o] C .
A5080 Dispenser, Paper Towel, SS, Surface Mounted 1 A A A J
A5106 Waste Disposal Unit, Sharps w/Glove Dispenser 1 Cc A C .
A5145 Hook, Garment, Double, SS, Surface Mounted 2 A A A J
A5180 Track, Cubicle, Surface Mounted, With Curtain 1 A A A . J
E0210 Worksurface, w/Overhead Cab, Wall Mtd, 48" W 1 C C C A J
E0912 Locker, Supply, Med Surg, Wall Mtd, 23"W x 20"D 1 C c c .
E1500 Rail, MOD, W/MNTD, HX144XD 1 C C C J
F0205 Chair, Side With Arms 1 C C C
F0280 Chair, Swivel, Low Back 1 C C C
F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia. 2 C C C
F3200 Clock, Battery, 12" Diameter 1 C C C .
M0755  Flowmeter, Oxygen, Low Flow 1 C C C A
M0765  Regulator, Vacuum 1 C C C B
M1620 Holder, Chart, Patient, Wall or Door Mounted 1 A A A .
M1800  Computer, Microprocessing 1 C C C A
M3070  Hamper, Linen, Mobile, w/Lid 1 C c C
M3072 Frame, Infectious Waste Bag w/Lid 1 C C C
M4100  Sphygmomanometer, Aneroid, Wall Mounted 1 C C C .
M4200  Otoscope/Ophthaimoscope, Wall Mounted 1 C C C A
M4655  Stretcher, Mobile, CRS, 9 Position 1 C C C .
M7710 Electrocardiograph, 12 Lead, Portable 1 C C C . A
P3100 Lavatory, Vitreous China, Slab Type 1 A A A D

January 28, 2002
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KEY NOTES

1. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF.

2. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1372 [4'-6"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

3. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM SIGNAGE.

4. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER/INSTALLER.

5. P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200
PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION.

6. UTILITIES AND DEVICES INDICATED ARE FOR A CLINIC OR HOSPITAL WITH AN ALTERNATE
POWER SOURCE.

OUTPATIENT TREADMILL ROOM (OPTM1) 3.16.02

CARDIOLOGY /PULMONARY SERVICES 0 1000 2000

FLOOR/EQUIPMENT PLAN 20.53 NSM (221 NSF) m

DATE: 01/28,/2002 1:50 SCALE (MILLIMETERS)
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NOTES

SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.

NOTES

KEY
1.

2.
3
4

P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200
PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION.

LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER /INSTALLER.
VACUUM SLIDE.

UTILITIES AND DEVICES INDICATED ARE FOR A CLINIC OR HOSPITAL WITH AN ALTERNATE

" POWER SOURCE.

OUTPATIENT TREADMILL ROOM (OPTM1) 3.16.02

CARDIOLOGY /PULMONARY SERVICES 0 1000 2000

ELEVATIONS m

DATE:

01/28/2002 1:50 SCALE (MILLIMETERS)




Medical Equipment Room Guide Plates

3.16 Cardiology/Pulmonary Services

Plate Number 3.16.02
Room Name OUTPATIENT TREADMILL ROOM
SEPS # OPTM!1

Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5
A1066 Mirror, Float Glass, With SS Frame, 36X18 1 A A A
A5075 Dispenser, Soap, Disposable 1 C C C
A5080 Dispenser, Paper Towel, SS, Surface Mounted 1 A A A
A5106 Waste Disposal Unit, Sharps w/Glove Dispenser 1 c A C
A5145 Hook, Garment, Double, SS, Surface Mounted 2 A A A
A5180 Track, Cubicle, Surface Mounted, With Curtain 1 A A A .
EO0210 Worksurface, w/Overhead Cab, Wall Mtd, 48" W 1 C C c A
E0912 Locker, Supply, Med Surg, Wall Mtd, 23"W x 20"D 2 C C C
E0954 Cart, Emergency, Mobile, 66"H x 52"W x 22"D 1 C C C
E1500 Rail, MOD, W/MNTD, HX144XD 1 C C C
F0205 Chair, Side With Arms 1 C C C
F0280 Chair, Swivel, Low Back 1 C C C
F0340 Stool, Self Adjusting 1 C C C
F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia. 2 C C C
F3200 Clock, Battery, 12" Diameter 1 C C C .
MO750  Flowmeter, Air, Connect w/50 PSI Supply 2 C C C K
MQ755 Flowmeter, Oxygen, Low Flow 2 C C C A
MQ765 Regulator, Vacuum 1 C C C B
M1620 Holder, Chart, Patient, Wall or Door Mounted 1 A A A .
M1800  Computer, Microprocessing 1 C C C A
M1825  Printer, Computer 1 C C C A
M3070  Hamper, Linen, Mobile, w/Lid 1 C C C
M4040  Scale, Weighing, 300 Pound Capacity 1 C C C .
M4116  Monitor, Vital Signs 1 C C C A
M4255  Stand, IV, Adjustable 1 C o] C .
M4266 Pump, Volumetric, Infusion, Multiple Line 1 C o] C A
M4665  Stretcher, Recovery, Surgical 1 C C C .
M7660 Defibrillator/Monitor/Recorder, Portable 1 C C C A
M7710 Electrocardiograph, 12 Lead, Portable 1 C C C A
M8133  Ergometer, Upper Body 1 C C C A
M8185 System, Stress Exercise, w/Treadmill 1 C C C . B
P3100 Lavatory, Vitreous China, Slab Type 1 A A A D

January 28, 2002
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MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1372 [4'-6"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

WALL MOUNTED MONITOR FOR M7860, MONITORING SYSTEM.

CARDIAC REVIEW STATION FOR X6190, RAD/FLUORO UNIT.

CONSOLE AND KEYBOARD FOR X6190, RAD/FLUORO UNIT.

WALL MOUNTED MONITOR FOR X6190, RAD/FLUORO UNIT.

XRAY, CARDIAC CATH CONTROL (XCCC1) 3.16.03

CARDIOLOGY/PULMONARY SERVICES 0 1000 2000

FLOOR/EQUIPMENT PLAN 22.30 NSM (240 NSF) m

DATE: 01/28/2002 1:50 SCALE (MILLIMETERS)
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KEY NOTES
1. CONTROL ALCOVE LIGHTING FIXTURE WITH CORRIDOR LIGHTING.

XRAY, CARDIAC CATH CONTROL (XCCC1) 3.16.03

CARDIOLOGY/PULMONARY SERVICES 0 1000 2000

CEILING PLAN m

DATE: 01/28/2002 1:50 SCALE (MILLIMETERS)
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NOTES

1. SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.
KEY NOTES

1. WALL MOUNTED MONITOR FOR M7860, MONITORING SYSTEM.
2. WALL MOUNTED MONITOR FOR X6190, RAD/FLUORO UNIT.

XRAY, CARDIAC CATH CONTROL (XCCC1) 3.16.03

CARDIOLOGY/PULMONARY SERVICES 0 1000 2000
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Medical Equipment Room Guide Plates

3.16 Cardiology/Pulmonary Services

Plate Number 3.16.03
Room Name XRAY, CARDIAC CATH CONTROL (CONTROL)
SEPS # XCCC1
Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6
A5145 Hook, Garment, Double, SS, Surface Mounted 1 A A A J
Cc0044 Frame, Apron, 1 Drawer, 4x30x22 1 A A A
C0045 Frame, Apron, 1 Drawer, 4x36x22 2 A A A
CO6M0O  Cabinet, U/C/B, 1 PBD, 2 DR, 1 File DR, 30x18x22 3 A A A
CT030 Countertop, High Pressure Laminate 13 A A A
F0280 Chair, Swivel, Low Back 3 C C C
F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia. 1 Cc Cc C .
F3050 Whiteboard, Dry Erase, 36 x 48 1 A A A J
F3200 Clock, Battery, 12" Diameter 1 C C C .
M1800  Computer, Microprocessing 1 C C C A
M1825 Printer, Computer 1 C C C A
X1425 Imager, Laser (1024 X 1024) (Din/PACS) 1 F F F A
X4112 Console, PACS, Remote View, 1k X 1k, 2 Monitors 1 F F F B

January 28, 2002



Medical Equipment Room Guide Plates

3.16 Cardiology/Pulmonary Services

Plate Number 3.16.03A
Room Name XRAY, CARDIAC CATH CONTROL (SCRUB)
SEPS # XCCCH
Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6
A5145 Hook, Garment, Double, SS, Surface Mounted 1 A A A J
F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia. 1 C C C
F3200 Clock, Battery, 12" Diameter 1 C C C .
P6990 Sink, Scrub, Double, Automatic 1 A A A D B

January 28, 2002
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XRAY, CARDIAC CATH EXPOSURE (XCCE1) 3.16.04

CARDIOLOGY/PULMONARY SERVICES 0

1000 2000

FLOOR/EQUIPMENT PLAN

54.72 NSM (589 NSF) m

DATE: 01/28,/2002

1:50 SCALE (MILLIMETERS)




NOTES
1. RECEPTACLES ON CRITICAL POWER SHALL BE SERVED FROM TWO DIFFERENT CRITICAL
BRANCH TRANSFER SWITCHES.

KEY NOTES

1. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER /INSTALLER.

2. COORDINATE LOCATION OF ELECTRICAL OUTLETS WITH M1802, WALL MOUNTED, FOLD DOWN COMPUTER.

3. TABLE FOR X6190, RAD/FLUORO UNIT.

4. POSITIONER FOR X6190, RAD/FLUORO UNIT.

5. LATERAL POSITIONER FOR X6190, RAD/FLUORO UNIT.

6. MONITORS AND SUPPORT FOR X6190, RAD/FLUORQ UNIT.

7. STATIONARY RAIL FOR X6190, RAD/FLUORO UNIT.

8. CABLE DRAPE RAIL FOR X6190, RAD/FLUORO UNIT.

9. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINET, MAY VARY.

10. THESE CHASES ARE PROVIDED FOR THE LOW RETURN AIR. SIZE AND SHAPE MAY VARY.

11. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF.

12. MOUNT A5145, HOOK, AT 1524 [5'-0"] AFF.

13. P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200
PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION.

14. 305mm [12"] W x 64mm [2 1/2"] D FLOOR TRENCH DUCT. REFER TO 3.16.05 FOR CONTINUATION.

XRAY, CARDIAC CATH EXPOSURE (XCCE1) 3.16.04
CARDIOLOGY/PULMONARY SERVICES 0 1000 2000

FLOOR/EQUIPMENT PLAN m

DATE: 01/28/2002 1:50 SCALE (MILLIMETERS)
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KEY NOTES

1. MONITORS AND SUPPORT FOR X6190, RAD/FLUORO UNIT.

2. STATIONARY RAIL FOR X6190, RAD/FLUORO UNIT.

3. CABLE DRAPE RAIL FOR X6190, RAD/FLUORO UNIT.

4. PROVIDE UP AND DOWN LIGHT IN FIXTURE. SWITCH UP AND DOWN LIGHT SEPARATELY.

XRAY, CARDIAC CATH EXPOSURE (XCCE1) 3.16.04
CARDIOLOGY,/PULMONARY SERVICES 0 1000 2000

CEILING PLAN m

DATE: 01,/28,/2002 1:50 SCALE (MILLIMETERS)
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NOTES
1. SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.
KEY NOTES
1. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER /INSTALLER.
2. COORDINATE LOCATION OF ELECTRICAL OUTLETS WITH M1802, WALL MOUNTED, FOLD DOWN COMPUTER.
3. LOCATION AND QUANTITY OF A1130, NITROGEN CONTROL CABINET, MAY VARY.
4. LOW RETURN AR REGISTER.
5. MOUNT A5145, HOOK, AT 1524 [5'-0"] AFF.
6. P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200

PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION.
7. VACUUM SLIDE.

XRAY, CARDIAC CATH EXPOSURE (XCCE1) 3.16.04

CARDIOLOGY /PULMONARY SERVICES 0 1000 2000

ELEVATIONS m

DATE: 01/28/2002 1:50 SCALE (MILLIMETERS)




Medical Equipment Room Guide Plates

3.16 Cardiology/Pulmonary Services

Plate Number 3.16.04
Room Name XRAY, CARDIAC CATH EXPOSURE
SEPS # XCCE1

Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6
A1066 Mirror, Float Glass, With SS Frame, 36X18 1 A A A .
A1130 Cabinet, Control, Nitrogen 1 A A A B
A4015 Clock, Elapsed Time, Electric 1 A A A A
A5075 Dispenser, Soap, Disposable 1 C C C
A5080 Dispenser, Paper Towel, SS, Surface Mounted 1 A A A
A5106 Waste Disposal Unit, Sharps w/Glove Dispenser 1 C A C
A5145 Hook, Garment, Double, S8, Surface Mounted 2 A A A
E0906 Locker, Supply, General, Wall Mtd, 23"W x 20'D 2 C C c
E0912 Locker, Supply, Med Surg, Wall Mtd, 23"W x 20"D 1 C C C
E0954 Cart, Emergency, Mobile, 66"H x 52"W x 22"D 1 C C c
E1500 Rail, MOD, W/MNTD, HX144XD 1 Cc C c
FO340 Stool, Self Adjusting 1 C C C
FO355 Footstool, Straight 1 C C C
F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia. 1 C C C
F2020 Can, Trash, 44 Gallon 2 c Cc Cc
F3200 Clock, Battery, 12" Diameter 1 G C C .
MO0750 Flowmeter, Air, Connect w/50 PSI Supply 1 C C C K
MO755 Flowmeter, Oxygen, Low Flow 1 C C C A
MO765 Regulator, Vacuum 2 C C C B
M1802  Wall Mounted, Fold Down Computer 1 C C C A
M3070  Hamper, Linen, Mobile, w/Lid 1 C C C
M3072 Frame, Infectious Waste Bag w/Lid 1 C C C .
M3110  Cabinet, Warming, F/S, 2 Heated Compartment, Elect 1 A A A F
M3165 Cabinet, Catheter Storage 5 C C C
M4116  Monitor, Vital Signs 1 C C C A
M4255 Stand, IV, Adjustable 2 C C C .
M4266 Pump, Volumetric, Infusion, Multiple Line 2 C C C A
M4811 Pump, Intra-Aortic, Balloon 1 C C C A
M7665  Defibrillator/Monitor/Recorder Automatic 1 C C C A
M7860  Monitoring System, Cardiac Catheterization Lab 1 C C C A
M7905  Oximeter, Pulse 1 C C C A
M8755  Aspirator, Low Pressure/Low Volume, Surgical 1 C C C A
M8810 Stand, Mayo 1 C C C
M8815  Table, Instrument/Dressing, Angular 2 C c C
M8825  Table, Instrument/Dressing, CRS, approx. 36x20x34 2 Cc C C
M8910 Cart, Surgical Case 2 C C C .
P3100 Lavatory, Vitreous China, Slab Type 1 A A A D
X3155 Rack, Apron/Gloves, Mobile 1 C C C .
X3940 llluminator, Film, 8 Panels, Wall Mounted 1 A A A A

January 28, 2002



Medical Equipment Room Guide Plates

X6190 Radiographic/Fluoro Unit, Cardiac, 100 kW, Digital 1 C C C

January 28, 2002
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KEY NOTES

1. ELECTRONICS FOR X6190, RAD/FLUORO UNIT.

2. STEP-DOWN TRANSFORMER FOR X6190, RAD/FLUORO UNIT.

3. WATER CHILLER FOR X6190, RAD/FLUORO UNIT. PROVIDED BY X6190 MANUFACTURER.

4. GENERATOR FOR X6190, RAD/FLUORO UNIT.

5. SYSTEM CABINET FOR X6190, RAD/FLUORO UNIT.

6. ELECTRONICS CABINET FOR X6190, RAD/FLUORO UNIT.

7. COMPUTER ROOM AIR CONDITIONING UNIT.

8. 305mm [12°] W x 64mm [2 1/2"] D FLOOR TRENCH DUCT. REFER TO 3.16.05 FOR CONTINUATION.

9. 254mm [10”] W x 89mm [3 1/2"] D WALL MOUNTED HORIZONTAL RACEWAY.

10. 482mm [19"(] W x 101.6mm [4"] D x 1700mm [67"] H WALL MOUNTED VERTICAL RACEWAY.
RACEWAY. (TYPICAL)

11, ELECTRICAL POWER PANEL.

XRAY, CARDIAC CATH
EQUIPMENT ROOM (XCCA1) 3.16.05

CARDIOLOGY /PULMONARY SERVICES 0 1000 2000

FLOOR/EQUIPMENT PLAN 12.35 NSM (133 NSF) m

DATE: 01/28/2002 1:50 SCALE (MILLIMETERS)
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Medical Equipment Room Guide Plates

3.16 Cardiology/Pulmonary Services

Plate Number 3.16.05
Room Name XRAY, CARDIAC CATH EQUIPMENT ROOM
SEPS # XCCA1
Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6
X6190 Radiographic/Fluoro Unit, Cardiac, 100 kW, Digital 1 C C C . F

January 28, 2002
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KEY NOTES

1. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM SIGNAGE.

2. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF.

3. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1372 [4'~6"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

4. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER/INSTALLER.

5. WING WALLS MAY BE USED INSTEAD OF A5180, CURTAIN, TO PROVIDE SEPARATION BETWEEN
CUBICLES.

6. ROOM SIZE MAY VARY ACCORDING TO NUMBER OF CUBICLES NEEDED.

7. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED,
FOLD DOWN COMPUTER.

8. P3200, ELECTRONIC LAVATORY, MAY BE USED INSTEAD OF P3100, LAVATORY. FOR THE P3200
PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION.

OUTPATIENT,
RESPIRATION THERAPY (OPRT1) 3.16.06
CARDIOLOGY/PULMONARY SERVICES 0 1000 2000

FLOOR/EQUIPMENT PLAN 13.94 NSM (150 NSF) m

DATE:  01/28,/2002 1:50 SCALE (MILLIMETERS)
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KEY NOTES
1. WING WALLS MAY BE USED INSTEAD OF A5180, CURTAIN, TO PROVIDE SEPARATION BETWEEN
CUBICLES.
OUTPATIENT,
RESPIRATION THERAPY (OPRT1) 3.16.06
CARDIOLOGY/PULMONARY SERVICES 0 1000 2000

FLOOR/EQUIPMENT PLAN 13.94 NSM (150 NSF) m

DATE: 01/28,/2002 1:50 SCALE (MILLIMETERS)




Medical Equipment Room Guide Plates

3.16 Cardiology/Pulmonary Services

Plate Number 3.16.06
Room Name OUTPATIENT, RESPIRATION THERAPY
SEPS # OPRT1
Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6

A1066 Mirror, Float Glass, With SS Frame, 36X18

A5075 Dispenser, Soap, Disposable

A5080 Dispenser, Paper Towel, SS, Surface Mounted
A5106 Waste Disposal Unit, Sharps w/Glove Dispenser
A5145 Hook, Garment, Double, SS, Surface Mounted
A5180 Track, Cubicle, Surface Mounted, With Curtain
E0912 Locker, Supply, Med Surg, Wall Mtd, 23"W x 20"D
E0948 Cart, General Storage, Mobile, 42"H x 32"W x 22"D
E1500 Rail, MOD, W/MNTD, HX144XD

F0205 Chair, Side With Arms

F0280 Chair, Swivel, Low Back

F0340 Stool, Self Adjusting

F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia.
F3200 Clock, Battery, 12" Diameter

MO750 Flowmeter, Air, Connect w/50 PSI Supply

MO755  Flowmeter, Oxygen, Low Flow

M0760  Proportioner (Blender), Oxygen/Air

MO765 Regulator, Vacuum

mw > X

MO0875 Nebulizer, Ultrasonic

M1620 Holder, Chart, Patient, Wall or Door Mounted .
M1802  Wall Mounted, Fold Down Computer A
M3072 Frame, Infectious Waste Bag w/Lid .
M4116  Monitor, Vital Signs A
M7905  Oximeter, Pulse A

200002 0000000000000 2>»0»X0D>
20000 0000000000000 » > >» > 0>
TOO0O00P 0000000000000 O»X0>

P3100 Lavatory, Vitreous China, Slab Type
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KEY NOTES

1. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF.

2. MOUNT A5145, HOOK, AT 1219 [4'-0"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1219 [4'-0"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

3. COORDINATE LOCATION OF M1620, PATIENT CHART HOLDER, AND ROOM SIGNAGE.

4. M0720, PULMONARY FUNCTION ANALYZER SYSTEM, MAY REQUIRE A COMBINATION OF OXYGEN,
HELIUM, MEDICAL COMPRESSED AIR AND DIFFUSED MIXED AIR. VERIFY REQUIREMENTS
WITH MANUFACTURER.

OUTPATIENT PULMONARY
FUNCTION ANALYZER (OPPS1) 3.16.07

CARDIOLOGY/PULMONARY SERVICES 0 1000 2000

FLOOR /EQUIPMENT PLAN 11.15 NSM (120 NSF) m

DATE: 01/28/2002 1:50 SCALE (MILLIMETERS)
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NOTES

1. SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.

KEY NOTES

1. MOUNT A5145, HOOK, AT 1219 [4'-0"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1219 [4'-07"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

2. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF.

3. VACUUM SLIDE.

OUTPATIENT PULMONARY
FUNCTION ANALYZER (OPPS1) 3.16.07

CARDIOLOGY/PULMONARY SERVICES 0 1000 2000

ELEVATIONS m

DATE: 01/28/2002 1:50 SCALE (MILLIMETERS)




Medical Equipment Room Guide Plates

3.16 Cardiology/Pulmonary Services

Plate Number 3.16.07
Room Name OUTPATIENT PULMONARY FUNCTION ANALYZER
SEPS # OPPSH1
Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6

A1066 Mirror, Float Glass, With SS Frame, 36X18

A5075 Dispenser, Soap, Disposable

A5080 Dispenser, Paper Towel, SS, Surface Mounted
A5106 Waste Disposal Unit, Sharps w/Glove Dispenser
A5145 Hook, Garment, Double, SS, Surface Mounted
A5180 Track, Cubicle, Surface Mounted, With Curtain
CO3P0  Cabinet, Sink, U/C/B, 2 Door, 36x30x22

CO04F0  Cabinet, U/C/B, 1 Shelf, 2 Half DR, 2 DO, 36x36x22
CE040  Cabinet, W/H, 2 SH, 2 GDO, Sloping Top, 38x36x13
C8150 Sink, S8, Single Compartment, 10x19x16 ID
CTO30 Countertop, High Pressure Laminate

F0205 Chair, Side With Arms

F0340 Stool, Self Adjusting

F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia.
F3200 Clock, Battery, 12" Diameter

b ek ek b bk Q) b A e —h o N)
OO0OO0O>P 00000000 >»2>>P»>»>»2>»0FXPO0D>»
OOO0OPOO0O0OO00O00 > >» > > > >r>»>»O>P>
OO0OO0OPO0OO00O000COQ0P>»2P2>P2>>»0P»0P

M0720  Analyzer, Pulmonary Function, w/Computer F
MO750 Flowmeter, Air, Connect w/50 PSI Supply K
MO0755 Flowmeter, Oxygen, Low Flow A
MO0765 Regulator, Vacuum B
M1620 Holder, Chart, Patient, Wall or Door Mounted

M3072 Frame, Infectious Waste Bag w/Lid .
M4116 Monitor, Vital Signs A
M7905  Oximeter, Pulse A
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